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GO Abstract 
O 

Three Gas-Electron-MultipHer tracking detectors with an active area of 10 cm x 10 cm and a two-dimensional, laser-etched orthog- 
CS| onal strip readout have been tested extensively in particle beams at the Meson Test Beam Facility at Fermilab. These detectors used 
Q^GEM foils produced by Tech-Etch, Inc. They showed an efficiency in excess of 95% and spatial resolution better than 70 yum. The 
D influence of the angle of incidence of particles on efficiency and spatial resolution was studied in detail. 
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^ 1. Introduction 

jj^ Micro-pattern gas detectors have proven to be versatile de- 
Ch vices for high resolution particle tracking. One of the most 
• successful micro-pattern technologies is the Gas Electron Mul- 
Q tipHer (GEM), introduced in 1996 at CERN |1|. The GEM 
• ^ is a thin metal-clad insulator foil that is chemically perforated 
^>«^with a large number of small holes. Voltage applied across the 
foil generates strong electric fields in the holes, which leads to 
^ Ph avalanche multiplication of electrons. Since the electron am- 
plification occurs in the holes of the GEM foil and is separated 
from charge collection structures, the choice of readout geome- 
^ tries for detectors based on the GEM is very flexible. For track- 
ing applications several GEM foils are cascaded to reach higher 
gain and high operating stability. Spatial resolutions of better 
^^f^ than 70 yum have been demonstrated with triple GEM detectors 
(3, with a material budget of significantly less than 1% of a 
radiation length (Xq) per tracking layer (providing a 2D space 
00 point). 

To meet the increasing demand for GEM foils for research 
^ applications the establishment of commercial producers is de- 
• sirable. A collaboration with Tech-Etch, Inc., based on an ap- 
rN proved SBIF[^proposal, has been formulated to provide a com- 
^ mercial source for GEM foils and to study the production of 
large area foils. GEMs produced by Tech-Etch, Inc. have been 
evaluated in detail both with optical methods and in test de- 
tectors to study geometrical uniformity as well as gain perfor- 
mance o. 
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One application for the GEM foils produced by TechEtch, 
Inc. is the Forward GEM Tracker (FGT) |4 1 of the STAR Ex- 
periment 1 5 1 at the Relativistic Heavy Ion Collider (RHIC). This 
approved upgrade will provide high-precision tracking at for- 
ward rapidity, covering the acceptance of the STAR endcap 
electromagnetic calorimeter (EEMC) |6|. With this upgrade, 
the charge sign of high transverse momentum electrons and 
positrons from W decays can be identified, which is crucial for 
the study of flavor- separated polarized quark distributions in the 
proton. To achieve this, a multi-layer low mass tracker with 
-80 yum spatial resolution or better is needed, making GEM de- 
tectors a good choice for this upgrade. 

2. Beam Test Setup 

In order to evaluate the performance of GEM foils produced 
by Tech-Etch in an application environment, a test detector 
based on the geometry used in the COMPASS experiment O 
has been developed. The detector was a triple GEM design with 
a two-dimensional projective strip readout. The active area, 
given by the size of the GEM foils, was 10 cm x 10 cm. The test 
detectors were designed to allow for easy replacement of indi- 
vidual foils. They had an aluminum bottom support plate with 
a machined-out section covering the active area of the detector, 
and plexiglass sides and top cover. Over the active area, the 
polyimide side of the cathode foil, a 50 yum kapton foil with 5 
yum copper coating, was exposed. The detectors had a material 
budget of around 4% Xq each, mostly due to the bottom support 
plate made out of aluminum and due to the 2D readout board 
manufactured on a standard printed circuit board. A pre-mixed 
gas of Ar:C02 (70:30) was used for all measurements. 

The foils were powered from a single high voltage source 
through a resistor chain with equal voltage sharing between the 
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Figure 1 : The schematic structure of the laser-etched 2D orthogonal strip read- 
out board. Two different versions of this board were used, one with 25 //m and 
one with 50 jim thick kapton ridges that define the vertical distance of the two 
strip layers. In the test beam setup, the horizontal (X) coordinate was read out 
by the bottom strips, the vertical (Y) coordinate was read out by the top strips 
for all three detectors. 



three foils. The resistors were 2 MQ over the drift, transfer and 
induction gaps and 1.2 MQ over the GEM foils. The top of 
each GEM foil and the cathode were connected to the voltage 
divider via a 10 MD protection resistor to limit the current in 
the event of a discharge. The drift gap of the detector between 
the cathode foil and the top GEM was 3.2 mm, the transfer gap 
between the other foils and between the bottom GEM and the 
readout board were 2.2 mm. The nominal operation voltage 
of the detectors ranged from 3750 to 3800 V, corresponding 
to - 385 - 395 V across each GEM foil. This resulted in a 
total effective detector gain of approximately 3 500. The gain 
of the detectors during data taking was chosen according to the 
dynamic range of the electronics used in the beam test, and was 
far below the maximum gain for stable operation O . 

Charge collection was done with a two-dimensional orthog- 
onal strip readout, manufactured using laser etching techniques 
by Compunetics, Inc. . This readout structure, illustrated in 
Figure [T] had a strip pitch of 635 yum. The top strips were 127 
[im wide and the bottom strips were 508 yum wide. Two vertical 
separations of the strip layers were used, one with 25 yum and 
one with 50 yum. This allowed the investigation of the effect 
of the board geometry on the charge sharing between coordi- 
nates. The strip readout has been fully integrated in a multi- 
layer printed circuit board that contained the signal distribution 
lines to the connectors for the front-end chips and the control 
lines from the front-end chip connectors to the connectors for 
the control units as well as the high voltage divider system. For 
all detectors the horizontal (X) coordinate was read out by the 
bottom strips of the readout structure, while the vertical (Y) co- 
ordinate was read out by the top strips. 

Before installation in the detectors all GEM foils were tested 
for electrical stability and underwent an optical analysis to es- 
tablish their geometric parametes, using an automated high res- 
olution scanning setup |7, 3 |. Each of the triple GEM test de- 
tectors was also evaluated with a ^^Fe source to study gain uni- 
formity and charging behavior fT] . 

The test detectors were equipped with 6 APV25-S1 front- 
end chips each, with 64 channels per chip connected to readout 
strips. The strips were directly connected to the chip without 
an additional diode and resistor protection, as used for exam- 
ple in the COMPASS detectors |2|. The APV25-S1 chips were 
controlled and read out through a custom made module based 



on FPGAs directly on the detector. The off-detector data ac- 
quisition system was set up to mimic the STAR DAQ system 
1 8 1, using a STAR trigger/clock module and a modified DAQ 
unit from the STAR time of flight system. This unit received 
the data from the detector and communicated with a DAQ com- 
puter via a fiber link developed for the ALICE experiment at 
CERN. The APV chips were sampling the signal at a rate of 40 
MHz and were read out in peak mode, meaning that a single 
time slice per event was recorded for each strip. The timing 
of the chips was set up so that this recorded time slice corre- 
sponded to the maximum signal amplitude. The dynamic range 
of the readout electronics for physics signals with the config- 
uration used for the beam tests was approximately 600 ADC 
channels, corresponding to ~ 10^ electrons. 

Three such detectors were tested in the Meson Test Beam 
Facility (MTBF) at Fermi National Accelerator Laboratory to- 
gether with MRPC prototypes ||9l as experiment T963. The 
triple-GEM detectors were installed as a tracking telescope with 
125 mm spacing between them, as illustrated in Figure [2] The 
detectors are labelled DetO, Detl and Det2, counting from up- 
stream. The horizontal coordinate, read out by the wide bottom 
strips of the readout board, is referred to as X coordinate and 
the vertical coordinate, read out by the narrow top strips, is re- 
ferred to as the Y coordinate. The middle and the last detector 
(Detl and Det2) used strip readout boards with 25 yum vertical 
separation, while the first detector (DetO) used a board with 50 
yum vertical separation. The middle detector could be rotated 
around the vertical axis to study the effect of track inclination 
on spatial resolution and efficiency. The effect of multiple scat- 
tering on tracks within the GEM telescope was minimized by 
installing the first detector with its bottom facing the beam, and 
the other two detectors with their entrance windows facing the 
beam. That way the amount of material between the active re- 
gion of the first and the last detector was only around 4% Xq, 
concentrated in the support plate and the readout board of the 
central detector. The beam trigger and timing information was 
derived from scintillators installed up- and downstream of the 
T963 experimental setup. 

Data were taken under a variety of different beam conditions, 
with energies ranging from 4 GeV to 32 GeV for unseparated 
secondary beams, and with a 120 GeV primary proton beam. 
The detectors were running at total effective gains of around 
3 500, as discussed above. Over a period of two weeks the de- 
tectors were operated in stable data taking mode without any 
problems. 



3. Data Reconstruction and Analysis 

The Fermilab main injector was delivering beam to the test 
beam area for a four second spill once per minute, with typically 
a few thousand particles per spill. For an intensity scan this was 
increased by about two orders of magnitude at the end of the test 
beam campaign, as discussed later. Data were taken in runs of 
around 10 000 to 20 000 events, at event rates of a few hundred 
to a thousand per spill. The data taking rate was limited by the 
readout time of the system. 
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Figure 2: The layout of the test beam installation. The three detectors were in- 
stalled with 125 mm distance between the center of the drift gaps. To minimize 
the material within the tracking telescope, the back plane of the first detector 
faced the beam, while the back planes of the other two detectors faced down- 
stream. The central detector could be rotated by up to 30° around the vertical 
axis. 
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channel number 

Figure 3: Channel by channel noise distribution for the horizontal coordinate 
of the first detector. The first 32 channels are not connected, and not shown 
in the histogram. As only every other input channel is connected, the borders 
between chips are located at channel numbers 64, 65, 128, 129 and 192. These 
regions show elevated noise levels. 



The data were stored in a not zero- suppressed format, with 
the raw ampHtude of each electronics channel available for each 
event. It was observed that the amplitudes show signs of com- 
mon mode noise (correlated shifts of the pedestal for all chan- 
nels in one event), which was changing on a chip-by-chip basis. 
This common shift was determined via the median of the ampli- 
tudes of all channels in one chip and corrected for by shifting 
the baseline chip-by-chip in the data analysis. The observed 
common mode shifts were small in general, roughly follow- 
ing a Gaussian distribution with a width between ~ 7 and ~ 
15 ADC counts, depending on the detector. These amplitudes 
correspond to 2% to 6% of a typical signal of a minimum ion- 
izing particle. A fraction of about 10% to 12% of all events 
showed very large common mode shifts, which is attributed to 
pickup due to imperfect grounding and shielding. These events 
did not lead to significant reconstruction and analysis problems, 
but they occasionally exhibited saturation eff'ects for the highest 
amplitude channels. 

Since the strip occupancy in the test beam was very low, on 
the order of 1% to 3%, the data events themselves were used 
to determine the channel pedestals on a run-by-run basis. The 
channel by channel pedestals and noise were determined from 
Gaussian fits to the distribution of the channel amplitudes after 
common mode noise subtraction. Figure |3] shows the distribu- 
tion of the channel-by-channel noise for one detector projec- 
tion. Typical noise levels were between 7 and 12 ADC counts, 
corresponding to an equivalent noise charge ranging from ap- 
proximately 1 250 to 2 200 electrons. This relatively high noise 
level was due to the imperfect grounding and shielding of the 
electronics and readout system. In particular the regions at the 
chip borders show elevated noise levels. 

The pedestals were subtracted channel by channel for each 
event. The corrected channel amplitudes were then used to per- 
form cluster finding, for each of the detector projections sepa- 
rately. The cluster finder was a simple peak finder which seeded 
the cluster at the strip with the highest amplitude. A minimum 
of 5 (Tnoise abovc pcdcstal, where (Tnoise is the standard deviation 
of the noise distribution of that particular channel, was required 
to form a seed. Adjacent strips were added into the cluster as 
long as their amplitude was more then 2 (Tnoise above pedestal. 
Cluster splitting was performed if there was a clear valley in the 
cluster. Single strip clusters are accepted. To suppress noise for 
the tracking studies discussed below, only clusters with two or 
more strips were accepted for the track defining detectors. For 
the measurements of the spatial resolution a minimum of two 
strips was imposed on all detectors. 

For all identified clusters, the space coordinate was deter- 
mined from the center of gravity of the charge distribution 
within the cluster, and the total charge was determined by the 
integral of the signal over all strips in the cluster. The RMS 
cluster noise was determined using the (Tnoise values for each 

strip in the cluster, and defined as (Tduster = ^|n-^ 2 ^loise^ 
where n is the number of strips in the cluster, and the sum is 
taken over all strips in the cluster. Typical cluster noise values 
for hits on identified particle tracks are around 10 to 14 ADC 
counts. 
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Figure 4: The size of reconstructed clusters in strips (635 /urn strip pitch) for 
both readout coordinates of the central detector. 



Figure [4] shows the cluster size in the middle detector in the 
tracking setup for clusters on tracks defined by the other two 
detectors. The most likely cluster size is between 2 and 3 strips 
on both coordinates, with a few percent of all found clusters 
being only one strip wide. This shows that a smaller strip pitch 
is desirable to obtain an optimal efficiency and the best possible 
spatial resolution. 

Figure |5] shows the correlation of the reconstructed cluster 
charge between both readout coordinates for the two diff'erent 
versions of the readout board that were used in the beam test. 
The narrow correlations in both cases demonstrate a uniform 
sharing of the charge over the active area of the detectors. The 
sharing between coordinates is very diff'erent for the two ver- 
sions of the readout board. While the version with 50 yum ver- 
tical distance between the two strip planes achieves approxi- 
mately equal charge sharing, the 25 jim version has a charge 
sharing of about 1:2 between the top and the bottom strips. A 
Gaussian fit to the ratio of charge deposited on the horizon- 
tal coordinate to the charge on the vertical coordinate yields a 
mean of 1.09 and a sigma of 0.1 1 for DetO (50 jim vertical dis- 
tance) and a mean of 0.54 and a sigma of 0.087 for Detl (25 
fim vertical distance). 

Figure [6] shows the distribution of the reconstructed cluster 
charge on one projection of a detector. A Landau function is 
fitted to the distribution, showing the good agreement with the 
functional form expected for thin absorbers. The absence of a 
noise peak at low amplitudes is due to the strict requirement of 
at least 5 (Tnoise imposed on a strip to seed a cluster. 



4. Tracking Performance 

The clusters found in the three detectors were used to study 
the tracking performance, namely eflftciency, spatial resolution 
and the eff'ect of track inclination, of the devices. Since the 
detectors were located in a field-free region, tracks were de- 
scribed as straight lines. Tracks were defined by the hits in two 
detectors to investigate the properties of the third detector not 
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Figure 5: Correlation of the reconstructed cluster charge between detector pro- 
jections for the first detector (a) and the center detector (b) in the tracking setup. 
A charge sharing of 1 : 1 is indicated by the dashed line. The two different read- 
out board designs show different charge sharing between coordinates. While 
the version with 50 //m vertical distance between the two strip planes achieves 
approximately equal charge sharing, the 25 //m version has a charge sharing of 
about 1:2 between the top and the bottom strips. 
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Figure 6: Cluster charge distribution on one detector projection, together with a 
fit with a Landau function. The charge distribution follows the expected Landau 
shape for thin absorbers. 

included in the track definition. To simpHfy the analysis pro- 
cedure, only events with exactly one identified cluster on each 
projection of the two track-defining detectors were accepted. 
For studies of the spatial resolution, all three detectors in the 
telescope were required to have exactly one identified hit per 
projection. 

For these studies the data taken with a beam of 32 GeV and 
of 120 GeV were used to minimize the influence of multiple 
scattering. The uncertainty of the tracks in the central detector 
due to multiple scattering was about 1 1 jim for 32 GeV and 3 
fim for 120 GeV. The size of the beam spot was strongly energy 
dependent. For the 32 GeV secondary beam, the beam spot had 
an approximately Gaussian shape with a sigma in the horizontal 
coordinate of ~ 25.2 mm and a vertical sigma of ~ 8.6 mm. In 
the horizontal plane, essentially the complete active area of the 
detectors was illuminated. In contrast, for the 120 GeV primary 
proton beam, the beam spot (even with maximum defocusing) 
was quite small, with a Gaussian sigma of ~ 2.8 mm in horizon- 
tal and -3.9 mm in vertical direction. Due to the significantly 
smaller beam spot in the 120 GeV running, only a small region 
of the detectors was probed, reducing the influence from resid- 
ual misalignments and from problematic detector areas at the 
borders of readout chips. Since the bulk of the data was taken in 
the 32 GeV configuration, the studies of the detector efficiency 
as a function of voltage and the studies of spatial resolution as 
a function of rotation angle of the central detector were per- 
formed with this energy. The spatial resolution without rotation 
of the detectors was measured with the 120 GeV proton beam. 
The 120 GeV beam also allowed the highest beam intensities, 
and was used to investigate rate eff'ects in the detectors. 

4.1. Efficiency 

Figure [7] shows the single-coordinate eflSciency for the first 
(DetO) and middle (Detl) detector as a function of the applied 
voltage, obtained for the 32 GeV beam. A hit was counted as 
identified if it is found within 1 mm of the projected track po- 
sition, using the standard cluster cuts as discussed above. It is 



apparent that both detectors reach an efficiency plateau at the 
higher voltages. Due to the inclusion of dead and noisy de- 
tector areas the plateau efficiency was reduced. For both pro- 
jections on both detectors efficiencies between 95% and 98% 
were observed in restricted regions which limit the influence of 
dead and noisy areas, demonstrating that high efficiencies can 
be reached with tracking detectors using Tech-Etch GEM foils. 
DetO used the readout board with approximately equal charge 
sharing, while Detl had a 2:1 charge sharing between X and 
Y. Because of this, both coordinates of DetO reach their plateau 
eflftciency at the same voltage, while the vertical coordinate of 
Detl reaches its plateau significantly later than the horizontal 
coordinate. 

Also shown in Figure [7] are the amplitudes of the clusters 
as a function of detector voltage, given by the most probable 
value of a Landau function fitted to the cluster charge distribu- 
tions. Again, the eff'ect of equal versus unequal charge sharing 
is clearly apparent in the diff'erences between DetO and Detl. 
An amplitude of ~ 200 ADC counts is required to reach the effi- 
ciency plateau, corresponding to a cluster signal to noise ratio of 
-15 and a gain per coordinate of ~ 1 250. Thus a total detector 
gain of ~ 2 500 is necessary to reach the onset of the efficiency 
plateau for a detector with equal charge sharing, while a gain 
of ~ 3 750 is necessary to reach the plateau onset for both co- 
ordinates in the case of 2:1 charge sharing. For stable running, 
both detectors shown here were operated at a gain of ~ 3 500, 
reached at 3 800 V for DetO and at 3 750 V for Detl. While 
DetO was well into the efficiency plateau for both coordinates, 
Detl was operated near the plateau onset for the vertical coordi- 
nate. The operation of Detl at higher voltage was not practical 
however, since otherwise the horizontal coordinate would have 
run into saturation problems. This underlines the value of equal 
charge sharing for detectors with two-dimensional readout. 

4.2. Spatial Resolution 

From the distribution of the distance of the reconstructed hits 
in one detector to the tracks formed by the two other detec- 
tors the spatial resolution of the triple GEM test detectors was 
extracted. Figure [8^) shows this residual distribution for the 
X projection of the central detector and Figure [Sj)) shows the 
residual distribution for the Y projection of the first detector for 
data taken with the 120 GeV beam, where multiple scattering 
is negligible . The distributions are fitted with the sum of two 
Gaussians, a narrow one for the main central peak of the distri- 
bution, and one for the wider shoulders of the distribution. This 
combined function gives a very good description of the residual 
distribution for both detectors. The wider shoulders are prob- 
ably due to one badly reconstructed hit in the track or in the 
detector under study, for example due to a dead or a noisy strip, 
or due to very low energy deposit. 

From the width of the residual distribution the spatial resolu- 
tion of the detectors was determined by assuming that all three 
detectors have the same resolution, which is a reasonable as- 
sumption since the detectors are identical apart from the diff'er- 
ent versions of the readout board. The uncertainty of the track 
position, and thus the contribution of the track uncertainty to 
the measured residual, depends on how the track was formed. 
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Figure 7: Efficiency and cluster amplitude (most probable value for the cluster amplitude obtained by a Landau fit) as a function of detector voltage for the ffist (a) 
and second (b) detector in the tracking setup. The first detector used a readout board with 50 //m vertical separation between the strip layers, leading to a charge 
sharing of ~ 1:1, while the second detector used 25 //m vertical separation, resulting in a charge sharing of ~ 2:1 between the X and the Y plane. 



If the track was defined by hits in the first and last detector, the 
track uncertainty in the central detector is cr track = ctgem/ V2, 
where ctgem is the spatial resolution of the GEM detectors. For 
the case where the track was defined by hits in the center and 
in the last detector, the track uncertainty in the first detector is 
cr track = ctgem V5, Considerably larger due to the extrapolation 
beyond the region covered by the track defining detectors. 
In the first case for Detl the spatial resolution is given by 



GEM - O- residual,! X 




while in the second case for DetO it is given by 

Cr GEM = Cr residual^ X —p , (2) 

V6 

where (Tresiduai,! and (TresiduaW ^hc width of the residual dis- 
tribution determined from the Gaussian fit in the central and in 
the first detector, respectively. 

With the residual widths determined from the fits shown in 
Figure [8] this results in a spatial resolution of ~66 yum overall, 
using the weighted mean of the width of the narrow and the 
wide gaussian, and a resolution of ~50 yum for the main central 
peak of the distribution. For studies with the 32 GeV beam and 
the correspondingly wider beam profile, resolutions around 65 
lim for the main central peak and around 75 /im for the over- 
all weighted resolution were obtained. This demonstrates that 
resolutions comparable to the ones obtained for the COMPASS 
triple GEM detectors ||2|[T3 are achievable with detectors based 
on Tech-Etch produced foils and laser-etched two dimensional 
readout. 

4.3. Inclined Tracks 

In many applications the tracks do not have normal incidence 
to the plane of the detectors. This makes a study of the eff'ect 
of track inclination on the detector performance crucial. In the 
test beam this was investigated by rotating the central detector 



by up to 30° around the vertical axis in the 32 GeV beam. As 
the primary interactions are statistically distributed along the 
particle track and follow Poissonian statistics in thin gaps, an 
inclination of the particle track leads to a smearing of the mean 
position of the charge, which in turn leads to a deterioration of 
the spatial resolution. This deterioration aff'ects only the read- 
out projection that is along the inclination of the track, the per- 
pendicular projection is not aff'ected. For the studies performed 
here, where the detector was rotated around the vertical axis, 
the resolution in the horizontal projection (X) is aff'ected, while 
the resolution in the vertical projection (Y) should remain the 
same. 

Figure [9] shows the spatial resolution of both projections of 
the middle detector as a function of the angle of rotation around 
the vertical axis. As discussed above, the spatial resolution 
for the X projection deteriorates quickly with increasing an- 
gle while the spatial resolution in the Y projection remains un- 
changed. 

4.4. Higher Rate Running 

At the end of the test beam period, the beam intensity was 
maximized to study the behavior of the GEM detectors when 
exposed to intense radiation. For this study the 120 GeV pri- 
mary proton beam was used with the highest intensity permis- 
sible by the radiation safety limits in the test beam area. Data 
were taken with up to ~ 1.6 • 10^ protons within 4s spills cor- 
responding to 40 kHz peak rate. With the size of the beam spot 
and the Gaussian profile discussed above, this corresponds to 
an intensity of a few kHz/mm^ in the center of the beam spot. 
The time substructure of the spill was in bunches such that the 
peak intensities were probably considerably higher over very 
short periods, which is however not exactly known. The ef- 
ficiency and the spatial resolution of the detectors measured at 
the highest intensities agree with the low intensity results within 
the measurement errors. The higher beam intensity thus led to 
no observable eff'ects on the detector performance, and also did 
not induce any instabilities in the operation of the detectors. 
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Figure 8: (a) Residual distributions of hits on the X projection of the central 
detector to tracks formed by the first and last detector in the tracking telescope 
and (b) residual distributions of hits on the Y projection of the first detector to 
tracks extrapolated from the central and last detector in the tracking telescope. 
The resulting spatial resolution (Tgem, extracted from a two-component Gaus- 
sian fit, is indicated. The residual distribution in (b) is considerably wider than 
in (a) due to the increased extrapolation uncertainty of the tracks. 
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Figure 9: Spatial resolution as a function of the angle of incidence of the particle 
tracks, for both the projection along the inclination of the tracks (X) and the 
projection perpendicular to the tracks (Y). 



5. Conclusion 

Three test detectors using commercially produced GEM foils 
by Tech-Etch and a laser-etched two dimensional readout board 
produced by Compunetics have been tested extensively in a 
beam at Fermilab. The detectors showed stable performance 
during two weeks of beam operations. An efficiency in excess 
of 95% and a spatial resolution better than 70 yum was achieved, 
with a resolution of ~ 50 yum for the majority of tracks. Two 
different versions of a laser-etched 2D orthogonal strip readout 
board were tested, giving important information on the charge 
sharing between readout coordinates depending on the board 
geometry. The detectors performed without problems at par- 
ticle rates up to a few kHz/mm^. Overall, the results of the 
beam test demonstrate that devices using commercially pro- 
duced GEM foils from Tech-Etch and a laser-eched 2D readout 
achieve performance parameters comparable to those of triple- 
GEM detectors currently in operation in high energy physics 
experiments. 
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